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INTRODUCTION
Uranium (U) is a naturally occurring radioactive element, which is found in varying amounts in the environment (soil: ~1 × 10 3 -5 × 10 3 μg/Kg; water: ~0.1-5 μg/L), and the anthropogenic addition to this natural background is insignificant, except near point sources of U release. Natural U consists of three radioactive isotopes with the following relative isotopic abundances: 234 U (0.00515%), 235 U (0.71192%), and 238 U (99.282%). 1 Regarding toxicity for humans, the aerosol exposure pathway is critical for hazard assessment in which inhalation exposure to relatively insoluble U oxide particles represents a potentially long-term reservoir of internal alpha decay activity that can cause cell damage. 2 Although variable quantities of either soluble or insoluble natural U are regularly ingested by consumption of food and drink, little of this U is absorbed into the blood stream. 3 According to the World Health Organization, 4 around 98% of U entering the body via ingestion is not absorbed, but is eliminated via feces. Typical gut absorption rates for U in food and water are around 2% for soluble and around 0.2% for insoluble U compounds. For some soluble forms, more than 20% of the inhaled material can be absorbed into the blood. Of the U that is absorbed into the blood, approximately 70% will be filtered by the kidneys and excreted in the urine within 24 h; this amount increases to 90% within a few days after exposure. Average annual intakes of U by adults are estimated to be around 5 × 10 2 μg by ingestion of food and water and 0.6 μg by breathing air. 5 The human body contains, on average, approximately 90 μg of U from normal intakes of water, food, and air. Around 66% is found in the skeleton, 16% in the liver, 8% in the kidneys, and 10% in other tissues. 5, 6 U excretion in feces and urine for non-exposed subjects is typically on the order of some nanogram per day, 7 but it may depend on the dietary habits. 1 In the case of professionally exposed staff (such as workers in nuclear power plants, military industry, U mining, and scientific research), the occupational monitoring of workers exposed to the risk of contamination in the workplace is imperative. 8 The routine bioassay of human urine samples using radiometric techniques normally requires preconcentration and purification of the radionuclides prior to measurements. 9 As a result, these procedures are very time consuming, and this represents a significant impediment in emergency situations. Moreover, the preconcentration and chemical separation processes could add varying amounts of U owing to the presence of naturally occurring U in the reagents. However, this contribution could be minimized by sub-boiling distillation of the acids used during the preparation of the samples (which is a common practice in mass spectrometry (MS) analysis).
MS techniques 10 such as inductively coupled plasma mass spectrometry (ICP-MS), thermal ionization mass spectrometry (TIMS), and accelerator mass spectrometry (AMS) are applied to obtain accurate and precise isotopic information of actinides in several matrices. Although both TIMS and AMS provide low limit of detection (LOD), sample preparation is very time consuming compared with that for ICP-MS. The drawback of the AMS technique is that it requires higher operation and maintenance costs than ICP-MS. The ICP-MS technology has been developing for more than 30 years by building and augmenting instrumentation, such as nebulizers, 11 detectors, 12 coupling with separation techniques and laser ablation, 13, 14 and electronic devices 15 and sample introduction systems, 11 and has been extensively used in a wide variety of applications. More interesting information about the fundamentals, instrumentation, and applications of ICP-MS can also be found in a recent critical review reported by Jakubowski et al. 16, 17 Among the various applications of ICP-MS, the analysis of longlived radionuclides at ultra-trace concentrations for environmental monitoring or human bio-monitoring is a research field of special interest. Recently, Fukushima Daiichi's events have highlighted the need for rapid methods for analyzing in different matrices to ensure the safety of the population (analysis of water, air, and food) and health (bioassays to determine the levels of incorporation of radioisotopes in the body). In this sense, analytical techniques based on ICP-MS have made significant progress in the determination of actinides in human urine at ultra-trace concentrations with high productivity and extremely high sensitivity. In the case of inductively coupled plasma-quadrupole mass spectrometry (ICP-QMS), its main features can be shortly summarized as follows 15 : a) 90% of the elements can be measured, b) around 50 elements are detectable in concentrations as low as 1.0 × 10 −3 μg/L, c) isotopic ratios can be determined, d) it offers high performance for routine analysis, and e) possesses a large dynamic range. However, polyatomic interferences and isotopic ratio uncertainty are the main drawbacks of this technique. The application of ICP-SFMS with a single ion collector has been demonstrated as a useful alternative for solving some of the problems involving polyatomic interferences during measurements, and as a powerful tool for the analysis of actinides in biological samples at ultra-trace concentrations. 18 The main characteristics of this technique are its extremely high sensitivity, precision and accuracy, and an extended dynamic range up to ~10 12 . 15 However, multiple ion collector instruments are often better suited than ICP-SFMS for isotopic ratio determination because the isotope measurements are simultaneously performed, minimizing the influence of the counting dead time and increasing the precision and accuracy for the analysis of isotopic ratios. 19 Therefore, the application of ICP-MS techniques would provide significant support to dosimetry laboratories, which use radiometric techniques based on alpha spectrometry (AS) for the routine analysis of actinides in urine with the aim of providing comprehensive information to estimate dosages incorporated into the human body. 20, 21 This study aims to validate a method for the determination of the U concentration in human urine samples by ICP-SFMS. The method employed was based on urine dilution followed by direct analysis and was validated by the participation with PROCORAD (the Association for the Promotion of Quality Control in Radiotoxicological Analysis) through the intercomparison exercise conducted in 2010. In addition, second analysis of samples was also carried out with ICP-QMS, and the results obtained in analysis of U were compared with those of ICP-SFMS.
EXPERIMENTAL Instrumentation
Two different mass spectrometers were employed for measuring of U isotopes: an ICP-QMS (X-Series 2, Thermo Scientific, Bremen, Germany) and an ICP-SFMS (Element XR, Thermo Scientific, Bremen Germany). A Meinhard nebulizer with a Scott (Ryton) spray chamber (Elemental Scientific Inc., USA) was used for ICP-QMS, whereas a microflow nebulizer PFA-100 coupled to a Twister with a Helix 50 mL cyclonic borosilicate glass spray chamber (Elemental Scientific Inc., USA) was employed for ICP-SFMS. The torch of the ICP-SFMS instrument (Elemental Scientific Inc., USA) was shielded with a grounded platinum electrode (GuardElectrodeTM, Thermo Scientific). U. An aliquot of 10 μg/L of a Lu external standard solution (Merck, Germany) was used during the measurements for monitoring the instrumental stability. Instrumental mass calibration of ICP-SFMS was performed using a certified multi-element solution XXIII (Ba, B, Co, Fe, Ga, In, K, Li, Lu, Na, Rh, Sc, Y, Tl, and U) from Merck (Germany). This solution had a concentration of 1.1 ± 0.2 μg/L of natural U. The mass calibration of ICP-QMS was carried out with a certified multi-element solution Tune A (As, Ba, Be, Bi, Ce, Co, In, Li, Ni, Pb, and U) supplied by Analytika Ltd. (Czech Republic). This solution has a concentration of 10.0 ± 2.0 μg/L of natural U. Indium was used as an internal standard in both cases (ICP-SFMS: 1.0 ± 0.2 μg/L and ICP-QMS: 10.5 ± 2.0 μg/L). The remaining salts and solutions were prepared using analytical grade reagents from Merck (Germany). High purity water (> 18 MΩ/cm) was obtained from a Milli-Q Element A10 Century (Millipore Ibérica, Spain). Nitric acid was purified by distillation in a Milestone Duopur (Milestone s.r.l., Italy) sub-boiling system. Certified Ar gas (99.999%) was supplied by Air Liquide España. The U measurements were carried out in a clean room laboratory (ISO 6 class) at 24 ± 1 °C.
Materials and reagents

Sample preparation
Three 0.5 L human urine samples were received from PROCORAD. Two of them of unknown U concentrations (Sample A having a high concentration and sample B having a low concentration) and one unspiked sample for background measurements (sample C) were used. Sample aliquots were diluted with 5% v/v HNO 3 (dilution factor of 1:20; 10 replicates). The external calibration method was employed for U quantification (Figure 1 ). Calibration curves were prepared by addition of known quantities of 235 U and 238 U to sample C.
RESULTS AND DISCUSSIONS
In Spain, the Research Center of Environment and Energy and Technology (CIEMAT) is responsible for monitoring people who are professionally exposed to ionizing radiation and for monitoring environmental radiation levels. CIEMAT's laboratories undergo continued accreditation and certification. The accreditation of bioassay analyses of actinides notably requires intercomparison tests between laboratories. PROCORAD is one of the most important providers in this field. The organization provides an opportunity to compare and contrast radiochemistry methods and metrology for the in vitro analysis of urine and feces. This focus, the development of new techniques such as ICP-MS, AS, and laser spectrofluorimetry, have been important for development of protocols of standardization and have made it possible to compare the effectiveness of these protocols with respect to radiation protection monitoring, both in routine and special situations. In intercomparison, the participants receive two urine samples spiked with unknown contents of U and one unspiked sample as a blank. The nature of the intercomparison process therefore affects the reporting process such that the LOD, flexibility, repeatability, reproducibility, and isotopic quantification are considered to be the main criteria.
Optimization of parameters for the measurement of U isotopes
The optimized instrumental conditions are summarized in Table  1 . In the case of ICP-SFMS, the optimization for U isotopes was attained by tuning the instrument with the certified multi-element solution XXIII ( Table 2, were calculated on the basis of the 3σ value of blank measurements (for n = 10) from Equation 1:
where the dilution factor (DF) was 1:20 and the total volume of the urine samples (V) was 500 mL.
Validation of the method
The method proposed with ICP-SFMS has been validated by performing blind analyses of standardized urine samples during U) isotopic ratios of the PROCORAD urine samples are given in Figure 3 . Furthermore, the analysis of isotopic ratios of U for Samples A and B has not showed significant differences, and the results verified that the urine samples contained U levels isotopically consistent with the composition of natural U.
CONCLUSIONS
The results obtained by ICP-SFMS for the U concentration were reasonably in accordance with the target values of U provided by the PROCORAD 2010 urine samples, although the results obtained using ICP-QMS do not conform. Moreover, ICP-SFMS allows the quantification of isotopic ratios (and mass) of other minority isotopes contained in the sample. This study shows the utility of MS in the in vitro determination of long-lived radionuclides, both in routine or emergency situations, and their advantages versus classic techniques, such as AS (i.e., sample preparation, measurement time, sensitivity, and isotopic information). Vol. 36, No. 6
Figure 3. Results of isotopic ratio in the PROCORAD 2010 human urine samples measured by ICP-SFMS. A comparison with the natural isotopic ratio is also given in the figure
